Introduction
Tuberculosis is the leading infectious cause of death globally and remains the most common cause of mortality in people with HIV, causing an estimated 300 000 deaths in 2017. 1 Most tuberculosis-related deaths in people with HIV could be prevented with earlier diagnosis and treatment. 1 Extrapulmonary tuberculosis is more common in people with HIV who are severely immunocompromised than in immunocompetent people and therefore sputum might not represent the ideal diagnostic sample. 2 Furthermore, independent of location of disease, producing a sputum sample is often difficult for patients with advanced HIV who are severely ill. As a result, non-sputum-based tests have been identified as an urgent unmet clinical need by WHO. 3 The Alere Determine TB LAM Ag assay (AlereLAM; Abbott, Chicago, IL, USA) detects the presence of the mycobacterial cell wall component, lipoarabinomannan (LAM), in a urine sample. However, in a meta-analysis by WHO, 4 ,5 the sensitivity of this test was only 45% in people with HIV, with higher sensitivity (56%) in patients with CD4 counts equal to or less than 100 cells per µL. Despite suboptimal sensitivity, the test reduces mortality when implemented for immunocompromised hospital inpatients with HIV. 6 On this basis, WHO recommends the use of AlereLAM for people with HIV and a CD4 count equal to or less than 100 cells per µL and in those defined as seriously ill according to WHO criteria (respiratory rate >30 breaths per min, body temperature >39°C, heart rate >120 beats per min, or unable to walk unaided). 4 A more sensitive, rapid urinebased test could widen the indication for testing and improve the diagnosis of tuberculosis and associated outcomes in people with HIV. 3 A novel urine-based assay, Fujifilm SILVAMP TB LAM (FujiLAM; Fujifilm, Tokyo, Japan), has been developed that also detects lipoarabinomannan on an instrumentfree platform, with results available in less than 1 h. This assay combines a pair of high affinity monoclonal antibodies directed towards largely Mycobacterium tuberculosis-specific lipoarabinomannan epitopes [7] [8] [9] and a silver-amplification step 10 that increases the visibility of test and control lines. This enables the detection of urinary lipoarabinomannan concentrations that are approximately 30 times lower than that detected by AlereLAM and improved analytical specificity compared with AlereLAM, which in contrast, uses conventional lateral flow immunoassay technology and polyclonal antibodies. 7 In this study, we aimed to assess the diagnostic accuracy of FujiLAM for the detection of active tuberculosis compared with AlereLAM in three cohorts of hospital inpatients with HIV, in whom the AlereLAM assay is recommended for use.
Methods

Study participants
In this diagnostic accuracy study, we assessed urine samples from the FIND Specimen Bank and the University of Cape Town Biobank obtained from inpatients (aged ≥18 years) with HIV, collected in three independent prospective cohort studies (two unpublished and one published 2, 11 ) done at two district hospitals in South Africa (appendix). These cohorts were selected for inclusion on the basis of the availability of frozen urine samples for a full cohort of hospital inpatients with HIV in tuberculosis endemic settings, in whom a comprehensive work-up was done to identify tuberculosis or alternative diagnoses. Standard national guidelines 12 for tuberculosis and HIV management were used across all three cohorts. Cohort 1 included adults with tuberculosis symptoms who were able to produce sputum, and were enrolled regardless of CD4 count on admission to Khayelitsha Hospital (Cape Town, South Africa) between Feb 22, 2017 , and August 31, 2017. Patients with extrapulmonary disease without respiratory symptoms were excluded. Cohort 2 included adults with HIV who were admitted to medical
Research in context
Evidence before this study WHO recommended the use of the rapid, point-of-care Alere Determine TB LAM Ag assay (AlereLAM) for the diagnosis of tuberculosis in people with HIV. This recommendation was informed by a Cochrane systematic review and meta-analysis of 12 cross-sectional or cohort studies that showed a relatively low pooled sensitivity of 45% (95% CI 29-63) and specificity of 92% (80-97) against a microbiological reference standard. In a subgroup of patients with HIV and CD4 counts less than or equal to 100 cells per µL, pooled sensitivity was 56% (41-70).
We searched PubMed for articles published between Feb 5, 2015, and Sept 17, 2018, evaluating the diagnostic accuracy or diagnostic yield of AlereLAM using the search terms (tuberculosis or TB) AND (lipoarabinomannan or LAM) AND (test OR assay OR antigen OR Ag OR lateral flow assay* OR urine antigen OR point of care) AND (accuracy OR sensitivity OR specificity OR yield OR diagnos* OR screening). Our search yielded an additional 23 relevant studies, which confirmed the moderate clinical sensitivity of AlereLAM. The search also identified two randomised trials that demonstrated reduced mortality with AlereLAM point-of-care testing for tuberculosis among severely ill inpatients with HIV.
The novel urine-based Fujifilm SILVAMP TB LAM (FujiLAM) assay was developed to overcome the limited sensitivity of AlereLAM and increase the diagnostic yield of rapid urinary lipoarabinomannan testing. On Sept 17, 2018, we did a second PubMed search using the search term (tuberculosis or TB) AND (lipoarabinomannan or LAM) AND (Fuji*), but no articles were identified.
Added value of this study
This is the first study to assess the accuracy and diagnostic yield of the FujiLAM assay for the diagnosis of active tuberculosis. Diagnostic accuracy was compared with rigorously defined microbiological and composite reference standards in three cohorts of hospital inpatients with HIV. The findings from this study show that FujiLAM is substantially more sensitive than AlereLAM, while maintaining specificity, for the diagnosis of active tuberculosis in hospital inpatients with HIV.
Implications of all the available evidence
Considering the substantially improved sensitivity of FujiLAM compared with AlereLAM and the high diagnostic yield compared with sputum-based diagnostics, the FujiLAM assay has the potential to substantially improve rapid diagnosis of tuberculosis in patients with HIV who are admitted to hospital and potentially people with HIV in the general population. Since AlereLAM has demonstrated survival benefit, FujiLAM might potentially further reduce tuberculosis-related mortality in people with HIV. These findings will inform a WHO policy review for lipoarabinomannan-based diagnostic tests of active tuberculosis. Further research, including prospective and operational studies on the FujiLAM assay in settings of intended use and in additional patient populations, including outpatients with HIV, populations without HIV, and paediatric populations, are needed.
wards at GF Jooste Hospital (Cape Town, South Africa) between June 6, 2012, and Oct 4, 2013, regardless of CD4 count, their ability to produce sputum, or whether or not they reported tuberculosis symptoms. 2, 11 Study staff systematically attempted to collect urine, blood, and two sputum samples for testing within 24 h of hospital admission. Cohort 3 included adults with HIV with a CD4 count equal to or less than 350 cells per µL in whom tuberculosis was considered the most likely diagnosis at presentation, who were admitted to Khayelitsha Hospital between Jan 16, 2014, and Oct 19, 2016. All cohorts excluded patients who were already receiving tuberculosis therapy (appendix). In cohorts 1 and 2, enrolment was done consecutively. In cohort 3, patients were randomly enrolled using a dice on a daily basis after all potentially eligible patients were identified. In all cohorts, patients were enrolled on admission to hospital. Sputum, blood, and urine specimens for M tuberculosis reference standard testing were collected at enrolment and additional clinical samples were obtained during hospital admission and at follow-up. Follow-up was 8 weeks for cohort 1, and 12 weeks for cohorts 2 and 3 (appendix).
All studies were approved by the Human Research Ethics Committee of the University of Cape Town (Cape Town, South Africa). Written informed consent was obtained from patients, as per study protocols. Study participation did not affect standard of care. This study is reported in accordance with the Standards for Reporting of Diagnostic Accuracy Studies guidelines. 13 Retrospective urine lipoarabinomannan testing was supervised by the study sponsor (FIND, Geneva, Switzerland) and was done at the University of Cape Town.
Procedures
Frozen urine aliquots of unprocessed urine were thawed to ambient temperature and mixed manually. Samples that were not immediately used for testing were stored at 4°C for a maximum of 4 h.
AlereLAM testing was done according to the manufacturer's instructions.Briefly, 60 µL urine was applied to the sample pad. After 25 min, test strips were read using the test's reference scale card for grading. In parallel, testing with the FujiLAM was done according to manufacturer's instructions using urine from the same aliquots. The five-step test procedure (figure 1; video) took 50-60 min from sample collection to result. Briefly, urine was added to the reagent tube up to the indicator line (approximately 200 µL), mixed, and incubated for 40 min at ambient temperature. After mixing again, two drops of urine were added to the test strip. Following this, button two was immediately pressed to release a reducing agent for silver amplification. After the Go Next colour indicator mark turned orange (within 3-10 min), button 3 was pressed to release a silver-ion solution to activate the silver amplification reaction. The result was read within 10 min. The FujiLAM assay does not use a reference scale card and any line identified on the test line was deemed positive.
Both AlereLAM and FujiLAM were independently read by two readers masked to the test results of the index or comparator test, respectively, patient status, and all other test results. After interpretation of the initial independent test, readers compared results and, in case of discordance, re-inspected the test strip to establish the final consensus result (through mutual agreement) that was used for analysis. In the case of FujiLAM or AlereLAM assay failure, the test was repeated once.
For reference standard testing, the specimens were processed using standardised protocols at centralised accredited laboratories of the South African National Health Laboratory Service (Cape Town, South Africa). The number of samples tested and testing flow for each cohort are shown in the appendix.
Sputum collection in all cohorts was done by an experienced nurse or trained clinical research worker and sputum induction was done, when required, as described previously. 11 Reference standard testing was done on all available sputum specimens and included Xpert MTB/RIF (Xpert; Cepheid, Sunnyvale, USA; testing pre-dated rollout of Xpert Ultra MTB/RIF), smear fluorescence microscopy after auramine O staining, mycobacteria growth indicator tube liquid culture (Becton Dickinson, Franklin Lakes, NJ, USA) and solid culture on Löwenstein-Jensen medium. The presence of M tuberculosis complex in solid and liquid culture was confirmed with MPT64 antigen detection or MTBDRplus line probe assays (Hain Lifesciences, Nehren, Germany). Blood cultures from all participants were done in BACTEC Myco/F Lytic culture vials (Becton Dickinson) and WHO prequalified in-vitro diagnostic tests were used for HIV testing (rapid diagnostic tests) and CD4 cell counting (flow cytometry). For urinary Xpert testing, 20-40 mL urine was centrifuged and following removal of supernatant the pellet was re-suspended in the residual urine volume and a 0·75 mL sample was used for testing. 2 For cohorts 2 and 3, additional respiratory and non-respiratory samples such as pleural fluid, cerebrospinal fluid, and tissue fine needle aspirates were obtained, when clinically indicated, and tested using MGIT culture or Xpert. Clinical information and FujiLAM and AlereLAM results were not available to the assessors of the reference standard at the time of testing.
Before data analysis, clinical investigators, who were masked to index test results, categorised patients as having definite tuberculosis, possible tuberculosis, not tuberculosis, and unclassifiable using a combination of clinical and laboratory findings (appendix). Patients with definite tuberculosis had microbiologically confirmed M tuberculosis (any culture or any Xpert positive result for M tuberculosis during admission). Patients defined as nottuberculosis had negative microscopy, cultures, and Xpert test results for M tuberculosis (and at least one noncontaminated negative culture result), had not started See Online for video See Online for appendix tuberculosis treatment, and were alive or had improvement in clinical tuberculosis symptoms at 3 months' follow-up. Patients defined as possible tuberculosis did not satisfy the criteria for definite tuberculosis, but had clinical or radiological features suggestive of tuberculosis and were started on tuberculosis treatment. Patients that did not fall into any of these categories were defined as unclassifiable and were removed from the main analyses (appendix).
Statistical analysis
For the primary analysis, we calculated the point estimates and 95% CIs for the sensitivity, specificity, positive predictive value, negative predictive value, positive likelihood ratio, and negative likelihood ratios of FujiLAM and AlereLAM assays by comparison with a microbiological reference standard and a composite reference standard. Definite tuberculosis versus not-tuberculosis diagnostic classifications were used to allocate patients into reference standard positive versus reference standard negative groups. The possible tuberculosis group was deemed negative within a microbiological reference standard but positive within a composite reference standard. Diagnostic accuracy was determined separately for each cohort as per protocol. In a sensitivity analysis, unclassifiable patients were included to assess the effect of exclusions on diagnostic accuracy (appendix). Heterogeneity between cohorts was assessed using Cochran's Q test (appendix). 15 We did a post-hoc analysis to estimate pooled sensitivity and specificity across cohorts and CD4 strata, using a Bayesian bivariate random-effects model to account for differences in study design. 16 Simple pooling estimates, as planned a priori, are presented in the appendix with 95% CIs based on Wilson's score method. 17 The 95% CIs of the sensitivity and specificity differences of the three cohorts for FujiLAM compared with AlereLAM was computed using Tango's score method. 18 The difference between two tests was considered to be significant if the 95% CIs did not overlap. Cohen's κ statistic 19 was used to calculate agreement of positive and negative results between the two independent readers of the lipoarabinomannan tests.
In an additional post-hoc analysis, we used the total number of microbiologically confirmed tuberculosis patients, (defined as the detection of M tuberculosis by culture or Xpert in at least one clinical specimen of any type) to calculate the comparative diagnostic yield of a single FujiLAM, AlereLAM, sputum Xpert (version G4), urine Xpert, and sputum smear microscopy test from samples collected within the first 24 h of presentation (appendix). This analysis only included patient samples from cohort 2, because the systematic collection of blood, urine, and two sputum diagnostic samples was attempted whenever possible in all patients in this cohort within the first 24 h of admission.
The study protocol and statistical analysis plan are available in the appendix. All data analysis was done using R (version 3.5.1) and Matlab (version 2017b).
Role of the funding source
The funders of the study had no role in study design, data collection, data analysis, data interpretation, or writing of the manuscript. The corresponding author had full access to all the data in the study and had final responsibility for the decision to submit for publication.
Results
We evaluated urine samples between April 18, 2018, and May 3, 2018. Of the 1840 patients included in the three independent cohort studies, 1188 patients were eligible for retrospective urinary lipoarabinomannan testing. Of the 1188 eligible patients, 220 patients were excluded from the main analysis because of unavailability of a urine sample (n=93), failed FujiLAM tests (n=6), or unclassifiable diagnostic status (n=121; figure 2). The primary reasons for which patients were deemed unclassifiable were death before diagnosis (n=62) and Overall, compared with the microbiological reference standard, the sensitivity of FujiLAM was 70·4% (95% CI 53·0-83·1) and 42·3% (31·7-51·8) for AlereLAM (difference 28·1%; figure 3 ). In comparison to the microbiological reference standard, the highest FujiLAM sensitivity was observed in cohort 3 (81·0% [76·9-84·5]), which enrolled patients with more advanced HIV-related immunosuppression (ie, more patients with a CD4 count less than 100 cells per µL) than cohort 2 (65·9% [57·7-73·3]) and cohort 1 (59·6% [45·3-72·4]). The sensitivity of both assays was higher in patients with lower CD4 counts. In patients with a CD4 count less than 100 cells per µL, FujiLAM had a sensitivity of 84·2% (71·4-91·4) compared with 57·3% (42·2-69·6) for AlereLAM (difference 26·9%). For patients with a CD4 count of more than 200 cells per µL sensitivity was 44·0% (29·7-58·5) for FujiLAM and 12·2% (4·6-23·7) for AlereLAM (difference 31·8%).
Using the composite reference standard, the sensitivity of both assays was slightly lower than that compared with the microbiological reference standard (64·9% [50·1-76·7] for FujiLAM vs 38·2% [28·1-47·3] for AlereLAM; difference 26·7%). Since the 95% CIs of the differences around sensitivity between FujiLAM and AlereLAM did not overlap, FujiLAM was considered to have significantly higher sensitivity than AlereLAM for all analyses, with the exception of cohort 1, in which the 95% CIs overlapped due to the small sample size (figure 3).
Compared with the microbiological reference standard, the specificity of FujiLAM was 90·8% (95% CI 86·0 to 94·4) and 95·0% (87·7 to 98·8) for AlereLAM, with no significant difference (-4·2%). Using the composite reference standard, overall estimates of specificity were increased to 95·7% (92·0 to 98·0) for FujiLAM and 98·2% (95·7 to 99·6) figure 3 ). Eight of the 11 FujiLAM false positive samples, using the composite reference standard, were from patients with CD4 counts equal to or less than 100 cells per µL. Additional information on the 11 FujiLAM false positive results is available in the appendix. Using the composite reference standard, the positive predictive value for the three different cohorts ranged from 90·6-99·4% for FujiLAM and 93·8-100·0% for AlereLAM. The negative predictive value ranged from 24·8-71·8% for FujiLAM and 13·7-62·5% for AlereLAM. Positive likelihood ratios ranged from 8·9-18·5 for FujiLAM and 13·8-17·3 AlereLAM and negative likelihood ratios ranged from 0·3-0·4 for FujiLAM and 0·6-0·7 for AlereLAM (appendix).
All patients in cohort 2 (n=420) were eligible for the analysis of diagnostic yield (figure 2). Among the 420 eligible patients, only 153 (36%) could produce a sputum sample within the first 24 h of admission, whereas 418 (100%) were able to provide a urine sample, as described previously 11 (appendix). 141 (34%) of 420 patients had microbiologically confirmed tuberculosis. 84 (60%) of 141 tuberculosis cases could be diagnosed with rapid tests using samples collected in the first 24 h of admission: 37 (26%) from sputum Xpert and 59 (42%) from urine Xpert using 1 mL urine. 57 (40%) of 141 tuberculosis diagnoses were not achieved in the first 24 h and were established by mycobacterial culture on any specimen collected at any point during patient admission, diagnosed by Xpert using concentrated samples from 20-40 mL urine or diagnosed by Xpert testing of specimens collected after the first 24 h. The additional specimens collected for culture and Xpert testing included ascitic fluid, blood, urine, sputum, cerebrospinal fluid, gastric lavage, pus, or pleural fluid (appendix). Overall, 18 (2%) of 1095 FujiLAM tests failed on the first attempt. Of the 15 tests that could be repeated, three failed on the second attempt resulting in a total overall error rate of 1·9% (21 of 1110 tests). FujiLAM failure rates are summarised in the appendix. The error rate for AlereLAM on the first attempt was 0·4% (four of 1095 tests) and all four repeat tests provided a result on the second attempt.
Inter-reader agreement was high for both FujiLAM and AlereLAM tests (appendix): 97·0% (938 of 967 reads; κ coefficient 0·94) for FujiLAM, and 96·7% (934 of 966 reads; κ coefficient 0·92) for AlereLAM.
Discussion
In this study of 968 hospital inpatients with HIV in a high-burden setting, the FujiLAM point-of-care assay identified a significantly higher proportion of patients with tuberculosis than did the AlereLAM assay, while maintaining comparable specificity. In all sub-analyses, the sensitivity of FujiLAM was significantly higher (range 22-35%) than AlereLAM. FujiLAM had the highest sensitivity (84·2%) in patients with the highest risk of mortality (CD4 ≤100 cells per µL), which was 26·9% higher than that with AlereLAM. Combined with sputum Xpert, FujiLAM could diagnose nearly three-quarters of microbiologically confirmed tuberculosis within 24 h of hospital admission. The meta-analysis 4, 5 that formed the basis of WHO recommendations for the use of AlereLAM reported an overall sensitivity of 45% in patients with HIV, which is similar to the AlereLAM sensitivity observed in this study (42%), suggesting that our study populations were similar to the populations included 
C
in the WHO meta-analysis. Collectively, these results suggest that, if implemented in clinical practice and linked with appropriate treatment, the FujiLAM point-ofcare assay might be able to save lives by enabling earlier diagnosis of HIV-associated tuberculosis in a large proportion of hospital inpatients. 6, 20, 21 The point estimates of FujiLAM specificity were lower than those for AlereLAM. Although the differences in specificity between FujiLAM and AlereLAM were not significant, the reduced specificity of both AlereLAM and FujiLAM could be partly explained by the use of an imperfect reference standard that lacks complete sensitivity. The existing reference standard is especially limited in its ability to identify tuberculosis in immunocompromised patients with HIV, 22 since these patients are more likely to have paucibacillary disease or extrapulmonary tuberculosis than immunocompetent patients, making diagnosis more difficult. An imperfect reference standard could disproportionally affect a more sensitive test and result in increased false positives (ie, lower specificity with the more sensitive FujiLAM assay). The decreasing specificity observed with decreasing CD4 cell count in this study and the improved specificity observed with the composite reference standard in comparison to the microbiological reference standard further supports this explanation. Cross-reactivity of the antibodies used in FujiLAM to common urinary tract pathogens and fast-growing non-tuberculous mycobacteria has been excluded in previous studies. 7 Our study has limitations that indicate further research is warranted. FujiLAM testing was done in a research laboratory setting using biobanked specimens collected from hospital inpatients. Although no technical reason exist as to why the test would perform differently in fresh versus frozen samples, this needs to be investigated. A previous study 23 suggests that early morning urine collection could further improve the sensitivity of urinary lipoarabinomannan-based tuberculosis testing. This aspect could have important implications for clinical practice and should be addressed in future studies. FujiLAM has the potential to be implemented as a true point-of-care assay, but the feasibility of this approach and its effect on patient outcomes requires prospective assessment in relevant clinical settings. Both AlereLAM and FujiLAM cannot discern drug-resistant tuberculosis from drug-sensitive tuberculosis and therefore it is important that these rapid diagnostic tools are supplemented with sample collection for drug susceptibility testing.
Difficulties with regard to the assignment of diagnostic categories have been reported in previous literature 24 and 10% of all eligible patients could not be classified in this study. The higher sensitivity of FujiLAM compared with AlereLAM was maintained when the unclassifiable group was included in a sensitivity analysis (appendix). 18 of the 121 unclassifiable patients had positive FujiLAM results and nine of these 18 patients died within 3 months of enrolment. Six of the nine FujiLAM positive patients who died were not started on tuberculosis treatment; assuming the assay had 100% specificity, these patients might have been true positives and thus might not have died if they were treated for tuberculosis.
The inclusion of patients from three cohorts from similar inpatient settings with different pretest probability of tuberculosis (appendix) provided an overview of the performance of FujiLAM in hospital inpatients with advanced HIV. However, the heterogeneity of these cohorts is also a limitation. As a result, we presented results per cohort and by CD4 strata. Grouped analysis with a Bayesian bivariate random-effects model was used to account for heterogeneity across the cohorts.
Renal tuberculosis infection has been proposed as the main cause of urinary lipoarabinomannan antigenuria and positive AlereLAM results. 25 However, in this study, the more sensitive FujiLAM assay detected a number of urine Xpert-negative patients in whom renal tuberculosis is unlikely since Xpert would detect intact M tuberculosis bacteria in urine. This suggests that other mechanisms, such as passage of lipoarabinomannan or lipoarabinomannan fragments through the glomerular basement membrane, potentially exacerbated by HIV-associated nephropathy, might be more important than originally proposed. This is supported by findings from our previous study, 26 which showed that blood and urine lipoara-binomannan concentrations correlate in patients with tuberculosis, and that of a 2018 study, 7 which found that low urine lipoarabinomannan concentrations are detectable in immunocompetent HIV-negative patients with tuberculosis. The use of the more sensitive FujiLAM assay could help to increase the mechanistic understanding of how lipoarabinomannan enters urine.
The diagnostic yield analysis showed that only a minority of patients were able to produce sputum within the first 24 h of admission. Although this has been demonstrated in other studies of hospital inpatients, 27,28 the percentage of patients able to provide sputum was particularly low in cohort 2, 11 despite substantial efforts to obtain the sample by a trained nurse, including access to sputum induction facilities. The inability to provide a sputum sample is likely a reflection of the severity of illness in this cohort and will be less pronounced in outpatients with HIV and tuberculosis symptoms, who also typically have higher CD4 cell counts. 29 Studies of tuberculosis diagnostic assessments often exclude patients who cannot produce sputum, which can, particularly in the case of inpatients who are severely ill, lead to a biased study population and test assessment and exclude the population that would benefit most from a non-sputum based test. 30 In conclusion, considering the higher sensitivity and rapid, point-of-care design of FujiLAM, this assay has the potential to transform the diagnosis of tuberculosis in hospital inpatients with HIV and, potentially, for people with HIV in the general population.
Contributors TB, BS, ADK, CS, EI, MPN, GM, and CMD designed the study and TB, BS, ET, AT, MPN, GM, and CMD oversaw the study. BS, ADK, CS, AW, DAB, RB, MPN, and GM coordinated the individual study sites. TB, TLL, and AP contributed to assay and reagent development. TB, BS, AM, and SO did the statistical analysis and BS and TB wrote the first manuscript draft. All authors contributed to interpretation of data and editing of the article and approved the final version of the manuscript.
Declaration of interests
TB, EI, AM, SO, AT, CB, and CMD are employed by the Foundation for Innovative New Diagnostics (FIND). FIND is a not-for-profit foundation that supports the evaluation of publicly prioritised tuberculosis assays and the implementation of WHO-approved (guidance and prequalification) assays using donor grants. FIND has product evaluation agreements with several private sector companies that design diagnostics for tuberculosis and other diseases. These agreements strictly define FIND's independence and neutrality with regard to these private sector companies. TB and AP report patents in the field of lipoarabinomannan detection. DAB reports grants from Wellcome Trust during the conduct of the study. GM reports grants from Wellcome Trust, during the conduct of the study; and grants from South African Government 
